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研究成果の概要（英文）：Previous studies have suggested that measurement of photoplethysmography in 
a daily life is possible by green light. However, measurement of pulse wave by green light is a 
technique enabled by recent remarkable improvement of optical device technology, and basic 
examination is still inadequate compared to the near-infrared light of the conventional method. As a
 result of examining the accuracy of the pulse wave velocity measurement using green light, It was 
the similar accuracy as measurement method using electrocardiogram and infrared PPG signal. 
Furthermore, we examined the effect of PTT detecting method on precision of computing PTT. The 
coefficient of variation of a ten-seconds PTT computed from each detecting method, and it was used 
to evaluate the precision of detecting method. The result shows that pumping phase had higher 




























































図 1 脈波伝搬速度の計測・計測方法 
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